
 
MR-300. Revision history 

 
№ Version 3.1.0.5 (released January 2019) 

1 Bug fixed - the MR-300 crashes when there is a double-click on the empty space of the channel list 

2 Bug fixed - MR-300 main setup dialog blocks controls in the upper left and OK, Cancel buttons 

3 Bug fixed - the MR-300 crashes at the start of measurements (after adding channels). 

4 Module M2408 bug fixed: Software balance value are not saved 

5 Added support for MX-340v6.3 and MX-340v9.1 

6 
MX-340 Amplifier Settings Dialog redesign: Strain Gage Constant Current Excitation Correction (depending by Sensor Loading 

Resistance) 

7 Strain Gage Settings Dialog: Restored potentiometric strain gage circuit 

 


